A new disaggregation device for cytology specimens.
A new means of disaggregating cytology specimens in suspension using an immersible rotor device is described. The new rotor is compared to an automated syringing apparatus using cervical samples. Similar results using both devices are obtained for both normal and abnormal specimens.